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Objective: Recent developments of negative pressure wound therapy (NPWT) systems 
have focused on making pumps smaller, lighter, and more portable. The recently intro- 
duced PICO system manages wound fluid through a highly breathable film within the 
dressing, thereby negating the need for a canister, which allows greater mobility and 
patient concordance. The aim of this study is to compare the biological effects of this 
system compared to a traditional NPWT system. Methods: Laboratory tests were car- 
ried out to demonstrate the fluid handling properties of the PICO^^ system. Porcine full 
thickness defect wounds and sutured incisional wounds were used to compare the bio- 
logical effects. Wounds were treated with PICO dressings or traditional NPWT dressings 
and connected to either a PICO device or a traditional NPWT device. Results: The PICO 
dressing manages exudate predominantly through evaporative loss (up to 85% of all fluid 
entering the dressing). Both traditional NPWT and the PICO system maintained thera- 
peutic levels of negative pressure in all wounds. Both NPWT systems produced similar 
effects on wound edge contraction and microvascular blood flow in defect wounds. No 
significant changes in blood flow or wound contraction were noted in incision wounds 
for any NPWT combinations tested. Conclusions: The disposable, canisterless PICO 
NPWT system functions in the same manner as the traditional NPWT systems with 
regard to fluid handling, pressure transmission to the wound bed, tissue contraction, and 
changes in blood flow. 



Negative pressure wound therapy (NPWT), in its modem form, was first described in 
2 back to back articles in Annals of Plastic Surgery in 1 997. ' The first article examined 
the mechanisms of action of NPWT in pigs^ and the second article described the clinical 
effects of NPWT on a wide range of acute, subacute, and chronic wounds.^ NPWT entails 
application of negative pressure to a sealed airtight wound. The wound is first filled with a 
wound filler (commonly gauze or foam) to allow pressure to be transmitted to and distributed 
evenly over the wound bed. The wound is then sealed with an adhesive film dressing and 
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is connected to a vacuum pump via a drain or port. Wound fluid is drawn out and collected 
in a canister. 

Current thoughts regarding the mechanisms of action of NPWT have largely been 
gained from animal and laboratory studies. Negative pressure wound therapy (NPWT) 
accelerates wound healing by initiating a cascade of interrelated biological effects in the 
wound edge that ultimately lead to wound healing. NPWT contracts the wound edges,^ "* 
stimulating angiogenesis^'^ and the formation of granulation tissue^ to expedite wound 
healing. 

NPWT systems are evolving. Pumps are getting smaller, lighter, more portable, and 
nonreliant on mains or even battery power.^"^^ Wound exudate canisters are becoming 
smaller. Dressing systems have been developed to make application and removal easier and 
less painful, offering a choice of wound fillers to tailor therapy to the needs of the wound 
and the patient. ^^"^"^ These developments allow greater utilization of a therapy that was 
once bulky, cumbersome, and expensive to use. Portability, discreetness, and simplicity of 
use may lead to greater patient well-being and compliance. However, as devices become 
smaller and more portable, manufacturers are faced with the challenge of ensuring that for 
equivalent wounds, small devices can be as effective as their larger counterparts. 

The purpose of this study was to evaluate an ultraportable NPWT system that has 
been developed to provide NPWT in a simplified format. Exudate is managed predomi- 
nantly by evaporation through the dressing, thereby negating the need for a canister, which 
makes the pump ultralight and portable. When a new system is introduced, it is crucial 
to understand and demonstrate whether such a system can deliver authentic NPWT and 
provide a therapeutic benefit. Preclinical tests for fluid handling, pressure transmission, 
wound edge contraction, and microvascular blood flow were studied to see whether the 
device functioned in the same way as the traditional, larger, and durable NPWT systems 
on both defect and closed incision wounds. These attributes have been widely employed as 
predictors of potential clinical performance. ^'"^'^^''^ 

An emergent use of NPWT is its apphcation as a postoperative dressing for closed 
surgical incisions.'^ The majority of previous studies on the biological effects of NPWT 
have been carried out on defect wounds or open incision wounds where a wound-filler is 
used to fill a void prior to the application of negative pressure. It is not known whether the 
mechanisms of action arising from studies on defect wounds can be apphed to all wound 
types, for example, where a defect is minimal or absent, such as, split thickness skin grafts, 
incisional wounds closed by sutures, staples or glue, or shallow wounds such as venous leg 
ulcers. This study was therefore performed using both a full-thickness defect wound model 
and a closed incision wound model in the pig. 



MATERIALS AND METHODS 
The NPWT systems used 

The PICO^^ system consists of a single use pump (PICO device. Smith and Nephew 
Medical Ltd, Hull, UK), which delivers NPWT at a single preset pressure of —80 mm Hg 
and is disposable after 7 days of continual use. The device weighs 70 g, is powered by 
2 AA lithium batteries with a single button control, and incorporates leak detection and 
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low-battery indicators. Tlie PICO dressing (Smith and Nephew Medical Ltd, Hull, UK) is 
composed of 4 layers (Fig 1), which serve to deliver NPWT and remove wound exudate 
predominantly through evaporative loss. The dressings have a wear time of up to 7 days 
and can be used either without fillers for shallow wounds or with traditional foam or gauze 
NPWT fillers for deeper cavities. For the purpose of these studies, the traditional NPWT 
system consisted of a RENASYS™ EZ device with foam or gauze dressings (RENASYS- 
Gauze or Foam Dressing kit and RENASYS EZ pump. Smith and Nephew, St Petersburg, 
Florida) set to dehver a continuous negative pressure of —80 mm Hg. 





Figure 1. The structure and working principles of the PICO™ dressing. The PICO 
system simplifies NPWT by replacing the exudate canister with an absorbent dressing 
that has a high evaporative loss. The top panel illustrates wound exudate removal through 
the dressing. The PICO dressing is absorbent and is composed of 4 layers, as follows. 
The wound contact layer is a perforated ilexible silicone adhesive layer, bonded to a 
lower airlock layer and an upper fluid absorption layer that delivers negative pressure, 
removes wound exudate, and aids evaporation of fluid through the high moisture vapor 
transmission rate upper film layer The bottom panel is a scanning electron micrograph 
cross-section through a PICO dressing showing the 3 lower layers. 
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Fluid handling 

In vitro studies were carried out to quantitatively assess the fluid handling properties of 
the PICO system and concomitant delivery of NPWT. The 15 x 20 cm^ PICO dressings 
with or without a wound filler were applied over a 25 -cm^ in vitro wound model. Simulated 
wound fluid (composed of a 1:1 dilution of horse serum: 0.9% saline) was delivered into 
the wound model at a rate of 1 . 1 mL/cm^/24 h, which is equivalent to levels of exudate 
typically removed by NPWT devices.'^ The model was heated to 32°C to simulate skin 
temperature, and an air leak was introduced to reflect likely clinical applications, at a rate 
of 10 mL/min, which was determined as a worst case scenario based on recent clinical 
studies.'* Pressure in the base of the wound model was monitored continually over the test 
period. After 72 hours of PICO therapy, weight measurements were taken to establish how 
much fluid was retained in the dressing and how much fluid was lost to transpiration. 

Further tests were performed to study the dynamics of fluid management over time at 
lower and upper extremes of flow rates. Low exudate rate was defined as 0.3 mL/cm^/24 h 
(a total of 7.5 mL/d) and high exudate rate was defined as 2.8 mL/cm^/24 h (a total of 
70 mL/d). The wound model system was placed on a balance and the change in weight of 
the dressing was monitored continuously over the study period as fluid was introduced into 
the model. Wound bed pressure was monitored continually. 

In vivo wound model 

An experimental in vivo wound model was used to test some of the recognized mechanical 
and biological properties of a NPWT system, including pressure distribution to the wound 
bed, tissue contraction, and altered patterns of blood flow.^'^ Studies were performed using 
a porcine peripheral wound model. The porcine study was approved by the Ethics Committee 
for Animal Research, Lund University, Sweden, which conforms to the principles outlined 
in the Declaration of Helsinki. All animals received humane care in compliance with 
the Guide for the Use and Care for Laboratory Animals as promulgated by the council 
of the American Physiologic Society and published by the National Institutes of Health, 
1985. Details of anaesthesia and animal care were as previously described.'* Eight domestic 
Landrace pigs with a mean body weight of 70 kg were fasted overnight with free access to 
water. Animals were laid on their side and circular full-thickness wounds were created on 
the paravertebral area of the back, penetrating into the muscle. Defect wounds were made 
6 cm in diameter and 2-cm deep. Incision wounds were made 1 0-cm long and 2-cm deep and 
then closed by suturing to model the prophylactic use of NPWT on closed incisions. Wounds 
were kept moist with saline. Temperature was monitored and maintained at 37°C. After the 
experiments, the animals were euthanized by injection of a lethal dose of potassium. 

Application of NPWT 

In defect wounds, the wound cavity was either filled with polyurethane foam or gauze 
(RENASYS^^-Gauze or Foam Dressing kit. Smith and Nephew, St Petersburg, Florida) or 
left empty. The sutured incision wounds were either covered with a small piece of foam or 
gauze or left bare. Both wound types were then covered with either a 15 x 20 cm^ PICO™ 
dressing, or a standard NPWT adhesive drape and wound drain combination (Chariker- Jeter 
method as previously described''). The NPWT dressings were connected either directly to 
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a PICO prototype pump or a traditional NPWT pump (see earlier) set to deliver a negative 
pressure of —80 mm Hg. See Figure 3 for photos of the wounds. 



Wound pressure 

To measure wound pressure following application of NPWT, a saline-filled pressure catheter 
was either sutured to the wound bed of defect wounds or on top of the suture line of incisional 
wounds. The pressure catheter was connected to a custom built pressure gauge as previously 
described."^ 



Wound edge contraction 

Wound contraction was measured as previously described.^ For defect wounds, 4 ink marks 
were made around the edge of the wound. The vertical and horizontal diameters of the 
wound were measured before and after the application of negative pressure, using a digital 
calliper. The mean of the diameters were calculated. For incisional wounds, 4 ink marks 
were made perpendicular and central to the incision line at a defined distance from the 
wound edge. Change in distance between opposite marks was measured before and after 
NPWT application. 



Wound edge microvascular blood flow 

Microvascular blood flow was measured during therapy using Laser Doppler velocimetry, 
with a multichannel PeriFlux System 5000 (Perimed, Sweden) using 0.5-mm filament 
probes (Probe 418-1, Perimed) as previously described. A Venflon infusion cannula was 
used to gain access to the tissue. The filament probe was inserted through the cannula 
and the cannula was then removed, leaving the filament probe in place. In defect wounds, 
probes were placed into muscle tissue at distances of 0.5 cm and 2.5 cm fi-om the wound 
edge. In incision wounds, probes were placed at the edge of the incision line at a depth of 
0.5 cm and 2.5 cm from the skin surface. The filament probes were then connected to the 
laser Doppler equipment. Negative pressure dressing combinations were applied and blood 
flow was recorded after stabiUzation, which typically occurred within 2 minutes of NPWT 
application. 



Calculations and statistics 

The order of application for the dilferent treatment modahties was randomized in each 
wound. Calculations were performed using GraphPad 5.0 software (San Diego, California). 
Statistical analysis was performed using the Mann- Whitney test, when comparing 2 groups, 
and the Kruskal-Wallis test with Dunn's posttest for multiple comparisons, when comparing 
3 groups or more. Significance was defined as P < 0.05. All differences referred to in the 
text were statistically significant. Results from the in vivo studies are presented as the mean 
of 8 measurements ± the standard error of the mean. 
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Fluid handling properties of PICO dressing at high exudate rates 
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Figure 2. Fluid handling properties of the PICO^'^ system. Fluid was pumped 
into an in vitro wound model covered with a PICO dressing at low exudate 
rate of 7.5 mL/24 h for 7 days (bottom panel) and high exudate rate 70 of 
mL/24 h for 45 hours (top panel). Continuous weight measurements were taken 
to establish how much fluid was retained in the dressing and how much fluid 
was lost to transpiration. A background air leak at a rate of 10 mL/min was 
introduced to reflect possible clinical conditions of use. Results are shown as 
means values of 3 experiments. 
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Table 1. Fluid handling properties of the PICO™ system* 



Amount of fluid 

Total fluid Delivered to Remaining in Remaining in Lost through 
delivered to PICO dressing wound filler dressing after evaporation 
the wound 72 h 



With gauze wound filler 



Without wound filler 



79.0 mL 66.0 mL (84%) 13.0 mL (16%) 13.0 mL (20%) 53.0 mL (80%) 

±2.0 ±1.0 ±1.0 ±1.0 ±1.0 

82.0 mL 82.0 mL (100%) — 14.5 mL (18%) 67.5 mL (82%) 

±2.0 ±2.0 ±0.5 ±2.5 

* Simulated exudate was introduced into an in vitro wound model at a flow rate of 1 . 1 mL/cm^ wound area per 24 hours. The 
25-cm^ wounds were covered with a 1 5 x 20 cm^ PICO dressing with or without gauze wound filler Weight measurements 
were taken after 72 hours of NPWT to establish how much fluid was retained in the dressing or filler or lost to transpiration 
(n = 2, inean ± SEM; 1 g of weight was assumed equivalent to 1 mL fluid). 



RESULTS 

Fluid handling properties of the PICO system 

Over a 72-hour period, an average of 81.5 mL of simulated wound exudate was delivered 
into the in vitro wound model, equating to a rate of 1.1 mL/cm^/24 h (Table 1). The 
tests demonstrate that on average, 80% of the fluid that had entered the dressing over the 
72-hour period under negative pressure had evaporated, because only 20% of the fluid 
(13.8 mL) remained within the absorbant layer of the PICO dressing. The presence of 
a wound filler did not influence the fluid management properties of the PICO dressing, 
although it does retain some fluid itself (16%) due to its absorbent properties. In the 
absence of a wound filler, all of the fluid (100%) was removed fi'om the wound directly 
by the dressing. Wound bed negative pressure was maintained around the set pressure 
of —80 mm Hg with a mean of —78.6 zt 2.6 mm Hg recorded at the bottom of the wound. 

Continuous monitoring of fluid handling (Fig 2) confirms that a large proportion of 
fluid is removed fi'om the dressing through evaporative loss irrespective of wound exudate 
rate. The proportion of fluid that is lost to evaporation increases with time. At high exudate 
rate (70 mL/d) up to 74%> of the fluid entering the dressing was lost through evaporation 
over the study period. At low exudate levels (7.5 mL/d) up to 85%i of the fluid was managed 
by evaporative loss through the dressing with up to 15%i remaining in the super-absorber 
layer at any one time. Mean wound bed pressure was —79.1 ± 6.9 mm Hg at high exudate 
levels and —78.2 ± 6.6 mm Hg at low exudate levels. 



In vivo NPWT delivery 

The PICO device and dressing were tested together and individually for the ability to 
deliver NPWT to the wound bed compared to traditional NPWT (Fig 4). In a defect 
wound, pressure distribution to the wound bed was similar for the PICO system (—77.4 ± 
1 .04 mm Hg) and the traditional NPWT system (—77.6 =b 0.86 mm Hg {P = nonsignificant 
[ns]), regardless of wound filler. In closed incision wounds, where the probe was positioned 
over the suture line, the pressure recorded across all wounds was similar, irrespective of 
dressing and device combination, with a mean recording of —77.6 ± 0.23 mm Hg (P = ns). 
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Figure 3. Photos of the treated wounds. Both incision and defect wounds were studied. 
In defect wounds, the wound cavity was either filled with polyurethane foam or gauze or 
left empty. The sutured incision wounds were either covered with a small piece of foam or 
gauze or left bare. Both wound types were then covered with either a 15 x 20 cm^ PICO^'^ 
dressing or a standard NPWT adhesive drape and wound drain. The NPWT dressings were 
connected either directly to a PICO prototype pump or a traditional NPWT pump set to 
deliver a negative pressure of —80 mm Hg. See "Methods" for details. 
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Figure 4. Pressure distribution, studied in vivo. Wounds were 
treated with different device, dressing and filler combinations set 
to provide NPWT at —80 mm Hg. The horizontal line ( — ) in- 
dicates the —80 mm Hg set point of the NPWT pumps. The ar- 
row indicates the combination that represents the PICO^'^ system 
with no filler. The pressure was measured in the wound bed of 
defect wounds (top panel) or on top of the suture line of incisional 
wounds {bottom panel). Results are shown as means ± SEM of 8 
experiments. 



In vivo wound contraction 

In defect wounds, the PICO system and the traditional NPWT system stimulate similar 
wound contraction (between 6% and 10% reduction in original wound area). Contraction 
was slightly, but not significantly, greater when the wound was filled with foam than with 
gauze (P = ns). In contrast, no contraction was observed in incision wounds regardless of 
NPWT treatment modality (Fig 5). 
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Figure 5. Wound contraction. Wounds were treated with different 
device, dressing, and filler combinations set to provide NPWT at 
—80 mmHg. For defect wounds, the vertical and horizontal di- 
ameters of the wound, and for incisional wounds, distance between 
previously defined landmarks from the wound edge, were measured 
before and after the application of negative pressure and the mean 
value of the percent change was calculated. The arrow indicates 
the combination that represents the PICO^*^ system with no filler. 
Results are shown as means ± SEM of 8 experiments. 



In vivo wound edge microvascular blood flow 

In defect wounds, the PICO system and the traditional NPWT system create similar mi- 
crovascular blood flow changes (Fig 6,P = ns). At 2.5 cm from the wound edge, there was 
an increase in blood flow (between 20% and 40%), and closer to the wound edge (0.5 cm), 
there was a decrease in blood flow (between —40% and —20%). The blood flow changes 
appeared to be greater when the wound was filled with foam than when the wound was 
filled with gauze; however, this did not reach statistical significance (P = ns). 

On the whole, there is little effect on hyperperfusion or hypoperfusion in incisional 
wounds for any of the NPWT system combinations tested (Fig 6). However, a slight decrease 
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in blood flow was observed in the superficial tissue (0.5-cm deep) in those wounds where 
wound fillers were placed over the incision line. 




Closed incision wounds - 0.5 cm from wound edge Closed incision wounds - 2.5 cm from wound edge 



DRESSINGS 



,0 fO 
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Figure 6. Wound edge microvascular blood flow. Wounds were treated with different device, dress- 
ing, and filler combinations set to provide NPWT at —80 mm Hg. Microvascular blood flow in the 
wound edge was measured using laser Doppler velocimetry before and after application of NPWT. In 
defect wounds, the probes were placed 0.5 cm and 2.5 cm from the wound edge. In incision wounds, 
the probes were placed at a depth of 0.5 cm and 2.5 cm from the skin surface, close to the incision 
edge. Microvascular blood flow is expressed as percentage change relative to baseline values. The 
arrow indicates the combination that represents the PICO^'^ system with no filler Results are shown 
as means ± SEM of 8 experiments. 



DISCUSSION 

Recent developments of NPWT systems have focused on making pumps smaller and lighter 
to facilitate portability, discreetness, and simplicity of use and to assist patient well-being 
and concordance. The recently introduced PICO system manages wound fluid through a 
highly breathable film within the dressing which removes the need for a canister and makes 
the pump ultralight and portable. 
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Fluid handling 

The results from this study show that the PICO^'^ system handled clinically relevant 
volumes of fluid at both high and low exudate conditions and demonstrate how wound fluid 
is removed by the PICO dressing through absorption and subsequent evaporation through 
a high-moisture vapor transmission rate upper film. These studies were carried out under 
carefully controlled conditions; however, in reality, the rate of evaporative loss of fluid 
through the dressing (and therefore the life of the dressing) will of course depend on many 
different factors, such as, temperature and humidity of the surrounding environment, wear 
time, exudate rates, and choice of dressing size. In practical terms, these in vitro tests 
document the ability of the NPWT dressing to handle fluid from a typical 25 cm^ wound 
that might in the course of a week fill a traditional NPWT device 300 mL canister with 
almost 200 mL of wound exudate. When the PICO system is used with foam or gauze, a 
mid-week dressing replacement would be needed in accordance with the instructions for 
use of foam or gauze NPWT dressings. In less exuding wounds, not treated with foam or 
gauze, the PICO dressing may remain in place for the 7-day lifetime of the PICO pump, as 
shown in a clinical study of the PICO system.'^ 

Pressure distribution and wound contraction 

The biological effects of NPWT that ultimately lead to wound healing rely entirely on 
transduction of negative pressure to the wound bed and tissue edges. This is usually mediated 
by foam or gauze wound fillers to ensure dehvery of therapeutic levels of pressure. The 
PICO system was equally effective in delivering negative pressure to the wound bed and 
causing wound contraction as the traditional NPWT system. It is well known that the 
pressure is only distributed to the wound tissue that is in immediate contact with the wound 
dressing or filler. Interestingly, this work revealed that the dressing effectively communicates 
negative pressure to the wound bed without the need for fillers. In defect wounds, pressure 
is transmitted through the wound filler and dressing to the bottom of the wound and the 
resulting pressure differential will result in drainage of fluid from the entire wound cavity 
and contraction of the wound edges. In closed incision wounds, the suture line is exposed 
to the negative pressure, but it is not understood if it reaches any of the deeper wound 
structures. Understandably, no changes in contraction are expected in closed incisional 
wounds because there is no dead space or void to contract. Indeed, it is thought that the 
NPWT-related biomechanical forces applied to incision wounds serve to bolster the wound 
and reduce the points of tension that can be created by closure methods such as sutures and 
staples. 

Microvascular blood flow 

The PICO system operates in an identical fashion to traditional NPWT systems in setting 
up the same patterns of blood flow. In defect wounds, there was a decrease in blood flow 
close to the wound edge (0.5 cm) and an increase in blood flow at 2.5 cm from the wound 
edge, which has been shown in numerous studies earlier.^'^'^^ An interesting relationship 
between blood flow changes and extent of tissue contraction is apparent in these studies. 
Where contraction was noted to be greatest, blood flow changes seemed also to have the 
largest changes (both hyperperfusion and hypoperfusion). This was also consistent with 
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the pattern on incisional wounds where all NPWT combinations created negligible wound 
contraction and little effects on blood flow were observed. 

The decrease in microvascular blood flow observed during NPWT application may 
occur from the resultant forces of the tissue being pulled toward the suction force and 
compressing against the wound filler or dressing, thus constricting the vasculature.^^ The 
increase in blood flow is harder to explain. When NPWT is applied to a defect wound, the 
pulling effect may stretch the deeper tissues and open up vascular beds. This proposed link 
between contraction and blood flow is further supported by the observation in this study 
that blood flow effects were sUghtly greater for wounds filled with foam than wounds filled 
with gauze. This may be because foam results in slightly greater wound contraction than 
gauze due to its more compressive nature. 

In incision wounds, NPWT resulted in a slight decrease in blood flow in the superficial 
tissue (0.5-cm deep) when a wound filler was placed over the incision line. This hypoper- 
fusion may again be explained by the compressive forces of the wound filler against the 
tissue. 

Both the increase and decrease in blood flow may be beneficial for the wound. Hy- 
perperfusion may ensure adequate oxygenation and nutrient supply and removal of waste 
products from the healing wound.^^ Hypoperfusion may stimulate angiogenesis and granu- 
lation tissue formation, which in turn facilitate the process of wound healing.^'^"* However, 
in tissues with impaired circulation, this may not be a desirable outcome, and it has 
been suggested that NPWT should be applied with caution to tissues with compromised 
vascularity. ^^"^^ 



Biological effects of NPWT in different wounds types 

This study demonstrates that not all wounds are the same, and NPWT may work though 
a different mix of the multiple mechanisms of action in different wound types, depending 
on the geometry of the wound. More studies are needed to increase our understanding 
of the mode of action of NPWT in other wounds such as incisional or shallow wounds 
where there is little component of tissue contraction. Applying NPWT to closed incisions 
has been demonstrated to offer a number of clinical benefits including earlier cessation 
of wound drainage, reduction in seromas and hematomas, and a reduction in dehiscence 
and infection rates in high-risk patients. Despite this, little is known about the main 
mechanisms of action of NPWT in this indication. Animal studies propose that NPWT 
may accelerate clearance of hematoma and seromas through the lymphatic system^^ and 
improve the distribution of lateral tension over the incision.'^ A recent systematic review 
of the evidence for NPWT on closed incisions discusses potential mechanisms of action. 



CONCLUSION 

The means by which the PICO^^ NPWT system manages exudate is fundamentally different 
from the majority of NPWT systems, which traditionally use a fluid canister. The present 
studies show that fluid is eiTectively managed by the PICO dressing; approximately 80% is 
evaporated through the film component of the dressing, with the remaining fluid held above 
the wound surface in the absorbent components. Nevertheless, the PICO system maintains 
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the ability to deliver the key flinctional properties of NPWT systems: communication of 
negative pressure to the wound bed, wound edge tissue contraction, and changes in patterns 
of microvascular blood flow. NPWT may have different roles to play in different wound 
types and this warrants further investigation. 
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